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Regulatory Information and Warranty

For required regulatory information and the A-dec warranty, see the Regulatory

Information, Specifications, and Warranty document (p/n 86.0221.00) available in the

Resource Center at www.a-dec.com.

E For quick access to this document online,
scan, tap, or click this QR code, which points

= to: a-dec.com/regulatory-guide.

Product Service

Product service is available through your local authorized A-dec dealer. For service
information, or to locate an authorized dealer, contact A-dec at 1.800.547.1883 in the
USA and Canada or +1.503.538.7478 worldwide, or visit www.a-dec.com.

Product Models and Versions Covered in This Document*

Models Versions Description

321/322 A Dental Stool

* Equipment shown in this document may include optional features or accessories. Some products,
versions, and options in this document may not be available in certain regions.


https://www.a-dec.com/legal/trademarks
https://www.a-dec.com/legal/trademarks
https://www.a-dec.com/regulatory-guide
https://www.a-dec.com/regulatory-guide

A-dec 321/322 Dental Stools Installation Guide 321 Doctor’s Stool Installation

321 Doctor’s Stool Installation

Item Installation Steps

Install the 5 casters.
Insert the cylinder into the stool base.

Install the seat assembly onto the cylinder.

A W N P

Insert the backrest upright into the seat assembly and tighten the
height-adjustment knob.

5 Insert the plastic stop into the backrest upright.

seated in the stool base before leaving the dental office.

f CAUTION Ensure that the seat assembly and cylinder are fully

Do not strike the cylinder with a hammer or other tool to seat
it in the stool base. Striking the cylinder could damage the
integrated height adjustment cylinder.

Item Specification
Seat Depth 16.5" (420 mm)
. | i Seat Width 18.5" (470 mm)
' ! - Seat Height Adjustment 16.3 - 20.1" (410 - 500 mm) short cylinder
: : é :: 19.6 - 25" (500 - 640 mm) tall cylinder
! | } Backrest Range 20°
@ : a e Adjustment
1
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322 Assistant’s Stool Installation

Item Description

1 Install the 5 casters.

2 Insert the cylinder into the stool base.

3 Slide the foot ring down the cylinder (but do not tighten).

4 Install the seat assembly onto the cylinder and ensure that it is fully
seated.

5 Use the two washers and bolts to install the torso support onto the
support post.

6 After ensuring that the cylinder is fully seated in the stool base and
seat assembly, position the foot ring, then rotate clockwise to tighten
in place.

fully seated in the stool base before tightening the foot ring or
leaving the dental office.

f CAUTION Ensure that the seat assembly and cylinder are

Do not strike the cylinder with a hammer or other tool to seat
it in the stool base. Striking the cylinder could damage the
integrated height adjustment cylinder.

1
1
X Item Specification
1
1
% ! @ Seat Depth 18" (460 mm)
% Seat Width 18" (460 mm)

Seat Height Adjustment 22.5-29.8" (570 - 760 mm)
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To access translations, scan the QR code or manually enter the
following URL into your web browser:

a-dec.com/resource-center?collection=dental-stool-install-guides
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A-dec Australia
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