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Copyright and Regulatory Information

Copyright
 © 2026 A-dec, Inc. All rights reserved.

A-dec, Inc. makes no warranty of any kind with regard
to this material, including, but not limited to, the implied
warranties of merchantability and fitness for a particular
purpose. A-dec, Inc. shall not be held liable for any errors
contained herein or any consequential or other damages
concerning the furnishing, performance or use of this
material. The information in this document is subject to
change without notice. If you find any problems in the
documentation, please report them to us in writing. A-dec,
Inc. does not warrant that this document is error-free.

No part of this document may be copied, reproduced,
altered, or transmitted in any form or by any
means, electronic or mechanical, including photocopying,
recording, or by any information storage and retrieval
system, without prior written permission from A-dec, Inc.

Intellectual Property Rights
None of the trademarks, trade names, or proprietary
symbols and icons in this document may be reproduced,
copied, or manipulated in any manner without the express,
written approval of the trademark owner.

A-dec, A-dec+, the A-dec design logo, and the trademarks
listed at www.a-dec.com/legal/trademarks are A-dec
trademarks or registered trademarks in the United States
and other countries. Certain touch control symbols and
icons are proprietary to A-dec, Inc.

Regulatory Information and Warranty
For required regulatory information and the A-dec
warranty, see the Regulatory Information, Specifications,
and Warranty document (p/n 86.0221.00) available in the
Resource Center at www.a-dec.com.

For quick access to this document online, scan
this QR code, which points to: www.a-dec.com/
regulatory-guide.

Product Service
Product service is available through your local authorized
A-dec dealer. For service information, or to locate an
authorized dealer, contact A-dec at 1.800.547.1883 in the
USA and Canada or +1.503.538.7478 worldwide, or visit
www.a-dec.com.

Product Models and Versions

Models Versions Description

221/222 A Dental Stool

Equipment shown in this document may include optional features
or accessories. Some products, versions, and options in this
document may not be available in certain regions.
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Before You Begin

TIP Use a flat, stable worksurface,
preferably at counter height, with enough
space to place the stool upside down.

Recommended Tools
• Small, standard screwdriver or trim removal tool

• Phillips head screwdriver

• 5 mm T-handle hex key

• 9/16" and 7/16" sockets and ratchet
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Install the 221 Doctor's Stool Upholstery

For 221 dental stools that ship with upholstery already
installed, go to “A-dec 221 Doctor's Stool Installation (with
upholstery)” (page 6).

TIP To simplify installation, place the
upholstery and seat assembly on a table or
raised flat surface and use the 5 mm T-handle
hex key included in the installation kit.

CAUTION Pry the backrest upright cover
carefully to ensure you do not damage it.

1. Secure the seat assembly to the seat upholstery using
nine Phillips head screws.

2

1

Item Description

1 Seat Assembly

2 Seat Upholstery

2. Attach the backrest upright to the seat assembly with
four hex head cap screws.

2

1

Item Description

1 Backrest Upright

2 Seat Assembly

3. Flip the assembly over. Use a small, standard
screwdriver or trim removal tool to carefully pry and
remove the A-dec logo cover (1) from the backrest
upright (2).

2

1
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4. Install the white gasket and black rubber hinge into
the backrest upright. Make sure the white gasket
is folded on both sides and properly seated in the
backrest upright first, then insert the black hinge into
the upright.

3

2

1

Item Description

1 Backrest Upright

2 White Gasket (partially hidden)

3 Black Rubber Hinge

5. Install the two black hex head cap screws with
bushings (1) to secure the backrest upholstery to the
backrest upright.

1

6. Reinsert the logo cover into the backrest upright.

7. Go to “A-dec 221 Doctor's Stool Installation (with
upholstery)” (page 6) to complete the 221
installation.
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A-dec 221 Doctor's Stool Installation (with upholstery)

4

3

2

1

Item Description

1 Install the 5 casters.

2 Insert the cylinder into the stool base.

3 Attach the backrest upright to the seat assembly with four
hex head cap screws.

4 Install the seat assembly onto the cylinder.

CAUTION Make sure that the seat assembly
and cylinder are fully seated in the stool base
before leaving the dental office. Do not strike
the cylinder with a hammer or other tool to
seat it in the stool base. Striking the cylinder
could damage the integrated height adjustment
cylinder.
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A-dec 222 Assistant's Stool Installation

7

6

5

4

3

2

1

CAUTION Make sure that the seat assembly
and cylinder are fully seated in the stool base
before tightening the foot ring or leaving the
dental office. Do not strike the cylinder with
a hammer or other tool to seat it in the stool
base. Striking the cylinder could damage the
integrated height adjustment cylinder.

Item Description

1 Install the 5 casters.

2 Insert the cylinder into the stool base.

3 Slide the foot ring down the cylinder (but do not tighten).

4 Slide the torso support arm down the cylinder until it rests
against the collar.

5 Install the seat assembly onto the cylinder and ensure that it
is fully seated.

6
Use four washers and two hex bolts to install the torso
support onto the support post (Note. The split washer should
sit against the head of the hex bolt.).

7
After ensuring that the cylinder is fully seated in the stool
base and seat assembly, position the foot ring, then rotate
clockwise to tighten in place.

For 222 stools that ship without upholstery, use a 7/16"
socket and ratchet to install four hex bolts, standoffs, and
flat washers to secure the seat upholstery to the adjustment
mechanism.

3

2

1

Item Description

1 Seat Upholstery

2 Seat Adjustment Mechanism

3 Standoff (4)
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222 Assistant's Stool Adjustments

Adjust Torso Support Height

CAUTION To prevent the support arm from
sliding down the cylinder too quickly, make
sure to hold the support arm whenever you
loosen or tighten the support arm collar.

1. While holding on to the torso support arm, turn the
included 5 mm T-handle hex key counterclockwise to
loosen the collar tension screw.

2. Once the collar begins to slide, lower or raise the arm
until the torso support is positioned at your preferred
height. Then tighten the collar tension screw.

3

2

1

Item Description

1 Torso Support Arm

2 Torso Support Arm Collar

3 T-Handle 5 mm Hex Key

Adjust Torso Support Upholstery
Threaded inserts are included on both sides of the torso
support to provide positioning for right- and left-handed
dentistry. The torso support arm also includes multiple
locations in the arm bracket so you can adjust the static
horizontal position of the torso support.

To reposition the torso support for left-handed dentistry:

1. Use a 9/16" socket and ratchet to remove the torso
support arm washers and bolts.

2. Reposition the torso support and reinstall the washers
and bolts.

3
1

2

Item Description

1 Torso Support Arm

2 Torso Support Arm Bolts and Washers

3 Horizontal Angle Adjustment Holes

To adjust the static horizontal position of the torso support:

1. Use a 9/16" socket and ratchet to loosen the left
torso support arm bolt, but keep it in the center hole
position.

2. Remove the right torso support arm bolt, reposition the
torso support to your preferred position, and reinstall
the bolt. Then tighten the left bolt.

1
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Before You Leave

CAUTION Make sure that the seat assembly
and cylinder are fully seated in the stool base
before tightening the foot ring or leaving the
dental office. Do not strike the cylinder with
a hammer or other tool to seat it in the stool
base. Striking the cylinder could damage the
integrated height adjustment cylinder.

NOTE A-dec 200 dental stools ship with a
5 mm T-handle hex key. Make sure to leave
this tool (and all document support) so the end
customer can make any necessary adjustments.

Before leaving the installation, meet with the dental team
and demonstrate how to adjust the 222 foot ring and torso
support.
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A-dec Headquarters

2601 Crestview Drive
Newberg, OR 97132 USA
Tel: 1.800.547.1883 Within USA/Canada
Tel: +1.503.538.7478 Outside USA/Canada

86.1262.00 Rev A
Date of Issue: 2026-08-18 

Copyright 2026, A-dec, Inc. 
All rights reserved.
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